
K130510 PagelI of 2

Arh\-gTRADITIONAL 510(K): ARTHREX COMPRESSION PLATES

2 51(k Sumr of Saet an Efetvns

Date Summary Prepared February 22, 2013

Manufacture r/Distributor/Sponsor Arthrex, Inc.
1370 Creekside Boulevard
Naples, Fl, 34108-1945 USA

510(k) Contact Ivette Galmez
Regulatory Affairs Associate

Arthrex, inc.
1370 Creekside Boulevard

Naples, FL 34 108-1945 USA
Telephone: 239/643.5333, ext. 126325 g3
Fax: 239/598.5508
Email: ivette.galmieztcarthrex.corn

TradefName Artlra Compression Plates

Common Name Plate, fixation, bone

Product Code -Classification HRS, HWC
Name 21 CER 888.8030: Single/multiple component metallic bone fixation

CFR appliances and accessonies

Predicate Device K052614. Art/irex Low Profile Plate and Screw System
K040907.: Art/vex Smnall Fragment Plates and Screws

K080OI I.- Art/ire Compression Staple

Purpose of Submission This traditional 510(k) premarket notification is Submitted to obtain
clearance for the Arthrex Compression Plates.

Device Description and Intended The ArtIhrex Compression Plates are a family of low profile plates available
Use in various design configuratiofis. The plates are made of stainless steel and

are available in lengths of 20mm, 25mm and 30mm (interaxis lengths).

The Arthrex Compression Plates are intended to be used for internal bone
fixation for bone fractures, fusions, or osteotormes in the anle, foot, hand,
and wrist, such as opening wedge oste otomies of Hallux Val gus.

Substantial Equivalence The Arthrex Compression Plates are substantially equivalent to the
Summary predicates Arthrex Low Profile Plates and Screws System in which the

basic features and intended uses are the same. The Arthrai Compression
Plates are substantially equivalent to the predicates Arthrex Low Profile
Plates and Arthrex Compression Staple in which the material,
technological characteristics and performance of the devices are similar.
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Substantial Equivalence Any differences between the Art/ira Compression Plates and the
Summary (continue) predicates are considered minnor and do not raise questions concerning

safety and effectiveness.

The submitted mechanical testing data demonstrated that the bending and
compression distraction of the proposed devices is substantially equivalent

Ito that of the predicate devices Arthrex Low Profile Plates and Arthrex
Compression Staple.

Based onthe indication for use, technological chaacteristics, and the
comparison to the predicate devices, Arthrex, Inc. has determined that the
Art/r Compression Plates is substantially equivalent to currently
marketed predicate devices.
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September 25, 2013

Arthrex, Incorporated
Ms. Ivette Galmez
Regulatory Affairs Associate
1370 Creekside Boulevard
Naples, Florida 34 108

Re: Kl305ilO
Trade/Device Namec: Arthrex Compression Plates
Regulation Number: 2 1 CFR 888.3030
Regulation Name: Single/multiple component metallic bone Fxationi appliances and

accesso0r ies
Regulatory Class: Class 11
Product Code: HRS, l-IWC
Dated: August 6, 2013
Received: August 7, 2013

Dear Ms. Galmez:

We have reviewed Your Section 5 10(k) premarket notification of intent to market the device
referenced above and have determined the device is Substantially equivalent (for the indications

for use stated in the enclosure) to legally marketed predicate devices marketed in interstate
commerce prior to May 28, 1976, the enactment date of the Medical Device Amendments, or to

devices that have been reclassified in accordance with the provisions of the Federal Food, Drug,

and Cosmetic Act (Act) that do not require approval ofa premarket approval application (PMA).

You may, therefore. market the device, subject to the general controls provisions of the Act. The

general controls provisions of the Act include requirements for annual registration, listing of'

devices, good manufacturing practice, labeling, and prohibitions against misbranding and
adulteration. Please note: CDRI- does not evaluate information related to contract liability
warranties. We remind you; however, that device labeling must be truthful and not misleading.

If Your device is classified (see above) into either class II (Special Controls) or class Ill (PMA), it

may be subject to additional controls. Existing major regulations affecting your device can be

found in the Code of Federal Regulations. Title 2 1. Parts 800 to 898. In addition, FDA may
publish further announcements concerning your device in the Federal Register.

Please be advised that FDA's issuance of a substantial equivalence determination does not mean
that FDA has made a determination that your device complies with other requirements of the Act

or any Federal statutes and regulations administered by other Federal agencies. You Must

comply with all the Act's requirements, including, but not limited to: registration and listing (2 1

CFR Part 807); labeling (21 CFR Part 801 ); medical device reporting (reporting ofimedical
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device-related adverse events) (21 CFR 803); good manufaicturing practice requirements as set
forth in the quality systems (QS) regulation (2 1 CFR Part 820); and if'applicable, the electronic
product radiation control provisions (Sections 53 1-542 of'the Act); 21 CUR 1000-1050.

If you desire specific advice for your device on our labeling regulation (21 CUR Part 80 1), please
contact the Division of Small Manufacturers, International and Consumer Assistance at its toll-
free number (800) 638-2041 or (301) 796-7100 or at its Internet address
http://www.fdagov/MedicalDeviees/ReSOuircesorYou/Industrv/default.htin. Also, please note
the regulation entitled, "Misbranding by reference to premarket notification" (2 ICFR Part
807.97). For questions regarding the reporting of adverse events under the MDR regulation (2 1
CUR Part 803), please go to
http://wvww.fda.oaov/MedicalDevices/Safetv/ReportaProblern/default.htm fbr the CDRH's Offie
of Surveillance and Biometrics/Division of Postmarkct Surveillance.

You may obtain other general information on your responsibilities under the Act from the
Division of Small Manufacturers. International and Consumer Assistance at its toll-free number
(800) 638-204 1 or (301) 796-7 100 or at its Internet address
httl)://www.fda. gov/MedicaiDevices/ReSOuircesforYou/Induistrv/defalult.htin

Sincerely yours,

Fri nit-LKeith
for

Mark N. Melkecrson
Director
Division of Orthopedic Devices
Office of Device Evaluation
Center for Devices and

Radiological Health

Enclosure
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Indications for Use

510(k) Numnber (ifknown): K130510

D~evice Name: Atlirex Compression Pltes

Indications For Use:

The Arthrex C'ompression Ptltes arc intended to be used for internal boiie fixation for borie
fractures, fusions, or osteotomies in the ankle, foot, hand, and wriist, such as opening w-edge
osteotornies offHallux Valgus.

Prescription Use V~ AND/OR Over-The-Counter ~.se ___

(Per 21 CFR 80 1 SUbpart D) (21 CFR 80 1 Subpart C)

(PLEASE DO NOT WITE BELOW TH1-IS LINE-CONTINUE ON ANOTHER PAGE IF
NEEDED)

ConIcurrenIce of CDRH. Omnce of Dcvie Evalalion (ODF)
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Elizabeth L. Frank -S
Division of Orthopedic Devices


